[Adaptive time selector for the information elements of electrocardiographic signals].
The functional diagram of the adaptive time selector is described, and some experimental results are given. With the device, a considerable increase in noise immunity of instruments to measure and control ECG informative signs becomes possible when recording ECG under conditions of the patient motor activity.